
Department of Energy 
Brookhaven Site Office
 

P.O. Box 5000
 
Upton, New York 11973
 

Mr. Michael J. Bebon, PE ocr 2 It 2007 
Brookhaven Science Associates, LLC 
Brookhaven National Laboratory 
Upton, New York 11973 

Dear Mr. Bebon: 

SUBJECT:	 APPROVAL OF THE REVISIONS TO THE ALTERNATING GRADIENT 
SYNCHROTRON (AGS), BOOSTER AND L1NAC ACCELERATOR SAFETY 
ENVELOPE (ASE) AND THE NASA SPACE RADIATION LABORATORY 
(NSRL) ASE 

Reference:	 Letter from M. Sebon, BSA, to M. Holland, BHSO, SUbject: "Request for 
Approvals for Revisions to AGS, Booster and Linac Accelerator Safety Envelope 
(ASE) Dated July 5,2007 and the NSRL ASE Dated June 29,2007", Dated 
August 13, 2007. 

The Brookhaven Site Office (BHSO) has reviewed your request for revision of the AGS, 
Booster, and L1NAC ASE and the request for revision of the NSRL ASE. 

The AGS, Booster, and L1NAC request concerns the inclusion of more frequent inspections for 
the g-2 and BLIP spur impermeable caps (rainwater barriers) in accordance with the Record of 
Decision dated April 6, 2007. Section 4.5.1 of the ASE will be revised to require semiannual 
visual inspections of the caps. 

The NSRL request concerns the removal of the requirement to test the HEPA filters located in 
exhaust ducts associated with the two animal rooms. HEPA filtration is not necessary for these 
ducts since no animals are brought into the NSRL facility that are infected with Biosafety Level II 
biological agents. Section 4.8 of the ASE will be removed which will eliminate the requirement 
for testing the HEPA filters. Based on our review, the proposed ASE revisions are approved. 

If you have any questions, please contact Peter Kelley of my staff at extension 5784. 

~cerely, 

-~~ 
Michael D. Holland f~ 
Site Manager 

cc: R. Desmarais, SC-BHSO E. Lessard, BSA 
D. Lowenstein, BSA R. Karol, BSA 

'yr:, 
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August 13,2007 

Mr. Michael Holland 
Brookhaven Site Office Manager 
U. S. Department ofEnergy
 
Upton, New York 11973-5000
 

Dear Mr. Holland: 

SUBJECT:	 Request for Approvals for Revisions to AGS, Booster and Linac Accelerator 
Safety Envelope (ASE) dated July 5, 2007 and the NSRL ASE dated June 29, 
2007 

I concur with the Laboratory ESH Committee (LESHC) recommendations to approve the proposed 
modifications to the following two Collider-Accelerator Department ASEs: 

1.	 The AGS, Booster and Linac ASE to include more frequent inspections for the g-2 and BLIP 
spur impermeable caps in accordance with the recent Record ofDecision. 

2.	 The NSRL Accelerator Safety Envelope to remove the requirement for the unnecessary 
REPA filters in the animal rooms exhaust ventilation system. 

I am submitting these changes to the Area Office for review and approval. Attached are relevant files 
to assist you. 

~r---K,",l_'nd~gardsd-h 
Michael J. Bebon, PE
 
Deputy Director, Operations
 
Attachments:
 

I. Recommendation Memorandum from the LESHC 
2. Signed copy of AGS, Booster and Linac ASE dated July 5, 2007 
3. Signed copy ofNSRL ASE dated June 29, 2007 

Copy to: P. Bond 
D. Lowenstein 
E. Lessard ,v 
R. Karol 
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